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} SET-UP & OPERATION REQUIREMENTS

Crimpenstein™
Electric Crimper/Decapper

TO DECAP

° ATTACH DECAPPER JAW - Screw a decapper jaw
head onto the bottom of the unit.

APPLY POWER — to the unit by plugging in the
9 power supply cord at the top of the unit.

ALL LIGHTS WILL ILLUMINATE — when the unit
e is in decapping mode and no adjustments will be able
to be made.

o DECAPPING — Place the unit over the bottle seal and
press the main activation button. Unit will pull cap off
the top of the bottle.
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